User preference comparing a conventional videolaryngoscope blade vs. a novel suction videolaryngoscope blade in simulated hemorrhagic airway intubation.
The hemorrhagic airway makes visualization during laryngoscopy and intubation difficult. A specially designed videolaryngoscope blade with integrated suction was developed and studied in a simulated hemorrhagic airway at the Omaha VA Medical Center. Results show that, if available, many users would choose to include this new suction device in their standard airway carts due to its "always there" design.